Purpose: The aim of this study is to validate the RayStation Monte Carlo (MC) dose algorithm using animal tissue neck phantoms and a water breast phantom.
deposition of dose along straight lines traced from the source to the point of interest in the patient's body. The deficiencies of these algorithms were well understood, but they were the only option in the early days when computers were still very slow. These algorithms were replaced by analytical pencil beam (APB) dose calculation algorithms as described by Petti 7 and Hong. 8 The first releases of the RayStation treatment planning system employed an APB algorithm for PBS that was partly based on the algorithm described by Soukup and Fippel. 9 This APB dose engine divides the beam into many closely spaced mini-beams, called "pencil beams". 10 within the patient, the three other major improvements that the MC engine attempts are: (1) accurate dose calculation for targets in lung and inhomogeneous mediums, (2) accurate dose calculation when an aperture is used to sharpen the beam edge, and (3) accurate shallow dose spots in the presence of a range shifter when large patient-torange shifter air gaps must be used. The latter two issues are straightforward to address during validation using standard water phantom measurements, but validating the dose in tissue, that is, a realistic clinical situation, is much harder.
This MC dose engine can be used for dose calculations for PBS and scattering-based treatment deliveries. PBS deliveries allows for inverse treatment planning techniques where the weights of a large number of candidate spots are determined using single-field optimization (SFO) or multifield optimization (MFO) strategies. 12 In RayStation, the Monte Carlo dose engine is not only used for final dose computation of a given spot distribution but may also be used in the optimization of the plan. This means that the MC algorithm can be used to either calculate the final dose from APB-optimized spot distributions, or it can be used for optimization and final dose calculation. The latter is the ideal option, but it can sometimes be time consuming especially during the initial phases of the planning process. RaySearch Laboratories AB explains: 11 The MC engine can account for range shifters and apertures with arbitrary air gaps. A Class II transport algorithm is used for primary and secondary protons, while heavier secondary particles such as deuterons and alphas are transported only by taking energy loss into account using the Continuous Slowing Down Approximation (CSDA). ['Class II' methods classify interactions into "hard" and "soft" categories depending on energy: Interactions causing energy loss above a specified threshold ('hard' interactions) have their delta rays explicitly modeled, whereas less-energetic interactions are summarized by sampling their condensed history (a statistical summary of multiple interactions). 13 • total nonelastic cross section • production cross section for proton, deuterons, and alpha particles • fraction of incident energy leading to protons, deuterons, alphas, neutrals (neutrons and gammas), and heavy recoils (A> 4)
• double differential emission spectra for production of protons, deuterons, and alpha particles When a new treatment modality such as PBS gains clinical utility, the question of treatment planning accuracy must be addressed. The physics of therapeutic proton beam dose calculations is generally less complicated than for x rays and electrons since most of the energy deposition mechanisms can be modeled by locally depositing the dose, at least within the voxel geometry typically used for clinical dose calculations. This allows for MC dose calculation engines to be simplified extensively, bringing down the computation times on standard computers to make treatment planning feasible using less expensive computers. Many such models have been developed over the years, 15, 16 but it was only recently that RayStation was equipped with a clinical MC option. 17 22 The need to validate and transition to RayStation's MC dose algorithm is therefore clear.
Here we report on the more sophisticated clinical commissioning of the RayStation MC engine employing clinically realistic scenarios and accurate dose measurements in various anthropomorphic phantoms at multiple depths. We embarked on a series of experiments to validate the MC doses vs doses measured in the near-reality phantoms for different geometries. Using animal tissues to validate dose calculations is a common method and yielded great results as described by Zheng, 23 Grassberger, 24 and Gurjar, 25 though most of this work was done for passively scattered or uniformly scanned proton beams. Our aim was to develop phantoms that can validate the calculated dose "inside" the phantom and not "on the other side," that is, a transmission-type measurement. In addition to this study, we also verified the accuracy of MC calculations for lung; these findings are being prepared for subsequent publication.
We note that similar work has recently been published regarding the open-source fast MC proton dose algorithm MCsquare. 26, 27 In a recent experimental study involving a measured lateral profile measured in a water tank hosting a large lateral inhomogeneity, MCsquare was compared to an early research version of the Ray-Search MC algorithm. It was found that both algorithms fared well in the study, but that RaySearch's MC had a 2.5% better passing rate for a 2%/2 mm gamma criterion. 28 With this experiment, we sought to build on this confidence of the reliability of this dose algorithm.
Specifically, for the safety and improvement of our clinical practice
we sought to answer the questions, "Does the current RayStation MC algorithm accurately predict the dose to breast and head-andneck sites?" and, "What is the magnitude of improvement that MC provides over APB for dose distribution and range accuracy in breast and head-and-neck sites?" 2 | METHODS
2.A | Dose validation phantoms
Beams were delivered using the IBA Universal Nozzle in a gantry treatment room at a proton center. The beams were delivered to the phantoms in a clinical setting, setup in the same manner that a patient is positioned for treatment. The lamb neck and breast phantoms are shown in Fig. 1 . The deer neck was similar in appearance and treated in the same manner.
2.A.1 | Head and Neck (H&N) phantom
A lamb neck ( Fig. 1 ) and a deer neck were used for the head-andneck (H&N) phantoms. The necks were cut while frozen with a radial saw to have a flat surface just past the neck vertebrae. Both necks were then thawed and placed with their flat surfaces on 2-mm water-equivalent thick solid water slabs, which in turn were placed on the MatriXX PT (Ion Beam Applications S.A., Louvain-la-Neuve, Belgium) detector to measure the dose distal but in close proximity to the neck vertebrae. More solid water slabs were inserted between the phantom and the MatriXX PT to make measurements at deeper depths beyond the neck solid water interface for each phantom.
2.A.2 | Breast
The breast phantom ( Fig. 1 ) was a water-filled Mentor M + 350 cc sample prothesis (Mentor Worldwide LLC) 29 placed on solid water slabs of different thicknesses. Care was taken to mark the phantoms for precise treatment planning and positioning in the proton beam. The dose grid resolution was set to 1 mm for all final dose computations, and the MC dose was computed to reach an average statistical uncertainty better than 0.5% for voxels with a dose higher than 50% of the maximum dose.
The dose computation times required to calculate the final dose for each beam in this study using the MC and APB algorithms are listed in Table 1 . The computations were done on a computer equipped with an Intel® Xenon CPU E-5 v3 with a 2.3GHz dual processor. All the beams were optimized using the APB algorithm only since the purpose of the study was to compare the same beams, that is, identical spot distributions and spot doses. Re-optimizing the beams with the MC algorithm would have resulted in slightly different spot distributions and spot doses due to the subtle differences in the algorithms addressed in this work.
2.B.2 | Dosimetry
For the neck phantoms, the dose optimization targets were 1 × 5 × 7 cm 3 volumes drawn in the solid water slabs at a depth posterior to the phantom solid water interface (the green boxes shown in Fig. 2 ). Two different AP beams, F1 and F3 for the lamb and deer neck phantoms respectively, were planned to deliver a deliberately nonuniform dose distribution beyond the animal tissue as shown in Fig. 2 . We created plans using the APB algorithm for plan optimization. 30, 31 The nonuniform dose distributions were accomplished by first overriding the material in the red volumes shown in Fig. 2 , panels A and B, to water and optimizing the beam to deliver a uniform dose in the target (green boxes in Fig. 2 ). Secondly, the material override was then removed to recalculate the dose distributions resulting in a nonuniform distribution due to the presence of the heterogeneities in the neck phantoms. Two T A B L E 1 Dose calculation times compared for the MC and APB dose algorithms using uniform dose calculation grids of 1 mm and 2 mm, that is, 1 mm 3 and 8 mm 3 voxels. The treatment plan for the breast phantom, shown in Fig. 3 , followed a similar approach to the neck phantoms except that we drew an irregular target volume crossing over into the solid water to enable calculating and measuring dose beyond the breast prosthesis.
Plan
We were primarily interested in the dose adjacent to the patient's breast tissue, that is, the rib dose and at beam edges where the breast tissue forms a significant roll or other discrete soft tissue to air interface or oblique interface to the beam. Dose was optimized for the red target volume shown in Fig. 1 (bottom right panel) and The measurement depths (d m ) and solid water slabs used are tabulated in Table 2 . 
| 165
The water-equivalent thickness ratio of the solid water material was 1.03. The phantom was aligned with the beam using the Veri-Suite IGRT system (MedCom, Darmstadt, Germany) employing orthogonal X rays, exactly as is done for patients.
The MatriXX PT detector is used daily for patient specific QA measurements and is cross calibrated regularly in the reference TRS398 calibration beam. 33 The TRS398 reference beam is calculated to deliver a uniform dose of 2 ± 1% Gy(RBE) in a 10 × 10 × 10 cm 3 volume, that is, in the middle of a 10-cm spread out Bragg peak (SOBP) with a range (distal 90% dose point) of 25 cm. The MatriXX PT is placed at a depth of 20 cm in a water phantom to measure the dose in the center of the calibration volume. The MatriXX PT calibration factor is set to report a dose of 2 Gy (RBE) at the measurement point while the field uniformity and symmetry is also verified. The flatfield calibration of MatriXX PT is also verified regularly in a large 6 MV X-Ray field using an Elekta Synergy Linear accelerator.
2.D | Data analysis
Two-dimensional (2D) and three-dimensional (3D) gamma analyses of absolute doses were performed with the measured doses as reference, and the computed doses as comparison. Global gamma was considered where the 100% level was defined as the maximum dose of the computed doses. 34 A gamma threshold of 5% and 10% was used for the 2D and 3D analyses respectively. This means that only measured doses above 5% (for the 2D analyses) and above 10% (for the 3D analyses) of the max dose were included in the analyses. Fig. 4 . We follow this same method for patient specific QA validations for real patient treatments.
We also performed 3D gamma analyses of all the MatriXX PT measured data using tools in the RaySearch Laboratories dose engine validation test suite. The 3D gamma analyses were performed between the measured dose plane and the calculated dose plane extracted at the expected depth (d e ). The gamma analysis tools in this internal software package are the same as those included in the clinically available product Compass from IBA Dosimetry and RaySearch. 32 In this gamma analysis, the sparsely measured data points were used as the reference dose with the computed 3D dose as evaluation, which is the converse of the 2D gamma analyses described above.
| RESULTS

3.A | Dose calculation times
The dose calculation times required by the MC algorithm (t MC ) are significantly longer than for APB algorithm (t APB ) and scales approximately as the inverse cube of the dose computation grid size. The ratio of t MC /t APB is also listed in Table 1 showing that the MC calculation times are on average 5.7 (±1.5 SD) and 11.3 (± 1.2 SD) times longer for beams using 2-and 1-mm grid spacings, respectively. It is expected that t MC will be reduced significantly when GPU-based calculations become available in future releases of the RayStation software.
3.B | Gamma analyses
The gamma passing rates for the animal neck phantoms and breast phantom are listed in Tables 3 and 4 . The depths of best 2D gamma agreement for the neck phantoms are also listed in Table 3 . We report the 3D gamma pass rates at the expected measurement planes.
3.C | Neck phantoms
Calculated dose distributions for the F3 lamb neck plan are shown in Fig. 7 and Fig. 8 show the gamma analyses panes.
The upper right panel in Fig. 7 shows the X and Y profile compar- 
3.D | Breast phantom
For the breast plans, only 3D gamma analysis was performed. The passing rates are listed in Table 4 . 
4.A | Gamma analysis
In each 2D gamma analysis, we looked for the depth in the calculated dose cube where the best gamma parameters were obtained, that is, the depth in the phantom where the measured and calculated dose distributions most agreed. We refer to that depth as the depth of best gamma agreement (d γ ). The expected DICOM depth (d e ) is the depth of the effective measurement plane within the dose cube as illustrated in Fig. 4 . The differences between d γ and d e are included in Table 3 and are less than 1 mm in all but one case. This exceptional agreement between d γ and d e indicates the accuracy of the dose calculation from the perspective of range and dose distribution. The 2D gamma shows mixed results in this study. While the 2D:3%/3 mm results for the MC dose engine are generally better than the corresponding passing rates for the APB, the 2D:2%/2 mm passing rates are similar and inconclusive. This is primarily due to the fact that the two dose algorithms agree fairly well over most of the calculation volume except for regions of discrete tissue inhomogeneities as can be seen in Fig. 5 for the bone-air interface region of the lamb neck phantom. Since the phantoms were small, even significant dose disagreements in a small volume of the dose calculation volume might not affect the gamma score significantly. Evaluating the dose along discrete dose lines through the calculation volume is a better method to derive conclusions about the calculation accuracy. This is illustrated in Fig. 6 , which shows the measured vs. calculated differences beyond the bone-air interface region of the lamb neck phantom.
The 3D gamma passing rates of the neck phantoms in Table 3 tells a different story. The average 3D:2%/2 mm passing rate for the APB dose engine is a remarkably high 96%, and the corresponding result for MC is 99%. The average passing rates for the less strict gamma criteria are >99% for both dose engines. For the breast cases ( 
4.B | Benefits of the Monte Carlo dose calculations
The data shown in this report validates the use of the MC dose calculation engine in RayStation for clinical use. The main benefits of a MC dose engine are for dose calculations in lung and for beams where a range shifter and larger air gap is required. We investigated these as well and the work will be presented in a subsequent study.
In this study, the air gap was kept rather small and the lateral inho- occur after the beam traverses discrete density changes as seen in Fig. 5 and Fig. 6 . It is important to note that the largest differences are observed for single beams in the head-and-neck region, however, single beams are not often used in the clinical setting. These kinds of interface errors are diminished by using multiple beams traversing the interface at different angles.
We note also the overall difference in dose conformality. MC calculations are more granular whereas the APB calculations appear smoother. This is because the APB algorithm is using the infinite slab approximation as described earlier, which is clearly not addressing the density interfaces correctly. This is most likely the primary reason why the MC calculations struggle to demonstrate superiority over APB calculations at the stricter gamma criteria and more so for the 2D analyses. In areas where there are no discrete density changes, the calculations agree very well.
| CONCLUSION
In this work we validated the RayStation 6 Monte Carlo and APB dose calculation algorithms for head-and-neck and breast phantoms.
The MC results were systematically better than the APB results when compared in a 3D fashion, although APB was found to be clinically acceptable for the studied cases. We further demonstrated depth-dose discrepancy to be less than 1% for both algorithms. This work also highlighted the spatial limitation of 2D gamma, supporting the use of 3D gamma analyses for evaluating 3D dose distributions.
F I G . 7. Our in-house gamma analysis software comparing MC dose (lower left) at a depth of 8 mm beyond the lamb phantom via the MatriXX PT (upper left) with 2-mm grid interpolation. Agreement at 2%/2 mm is 96.2% at a DICOM depth of 74.1 mm from the anterior edge of the dose cube (lower right). Dose profiles in the lateral (solid lines) and longitudinal (dashed lines) central axes are also displayed for the MC dose (red) and measured dose (blue) in the remaining pane (upper right). This depth is anterior to the Bragg peak.
Similar to isodose curves complementing dose-volume histograms, we must pay attention to where the gamma-index criteria are not satisfied in addition to the relative percentage to which it is satisfied.
We recommend implementing the RayStation Monte Carlo algorithm as a direct means to improve accuracy in treatment planning.
Our future work will discuss the influence of air gap, range shifters, and apertures on this algorithm's accuracy. We will also validate this algorithm for targets in lung tissue using a novel phantom allowing dose measurement within a realistic tumor phantom.
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